




Assessment of methods for determining field-equivalent sound levels from real-ear
and manikin measurements
Hammershøi, Dorte; Møller, Henrik
Published in:
Journal of the Acoustical Society of America
Publication date:
1999
Link to publication from Aalborg University
Citation for published version (APA):
Hammershøi, D., & Møller, H. (1999). Assessment of methods for determining field-equivalent sound levels from
real-ear and manikin measurements. Journal of the Acoustical Society of America, 105(2,Pt.2: Abstract).
General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners
and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.
            ? Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
            ? You may not further distribute the material or use it for any profit-making activity or commercial gain
            ? You may freely distribute the URL identifying the publication in the public portal ?
Take down policy
If you believe that this document breaches copyright please contact us at vbn@aub.aau.dk providing details, and we will remove access to
the work immediately and investigate your claim.
Contributed Paper$ 
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2aNSc7. Research strategies for evaluating effectiveness of industrial 
hearing loss prevention programs (HLLP). Mary M. Prince, John R. 
Franks, Carol Merry, and Michael CoJligan (Natl. Inst. for Occupational 
Safety and Health (NIOSH), 4676 Columbia Pkwy., Cincinnati, OH 
45226) 
NIOSH recommends that hearing loss prevention programs (HLPPs) 
be implemented for all workers whose unprotected 8-h TWA exposures 
equal or exceed 85 dB and that the programs include at least the following 
components: (1) initial and annual audits of procedures, (2) noise exposure 
assessment, (3) engineering and administrative control of noise exposures, 
(4) audiometric surveillance and evaluation, (5) use of hearing protectors 
(for exposures > 85 dB, regardless of duration), (6) education and moti-
vation, (7) recordkeeping, and (8) program evaluation. All components 
except program evaluation and routine in-hour audits are generally dis-
cussed in the Occupational Safety and Health Administration (OSHA) 
Hearing Conservation Amendment (HCA). This paper presents research 
approaches for systematically evaluating OSHA-mandated hearing conser-
vation programs. The intent of such research is to (a) develop methods for 
evaluating hearing conservation programs that can be used across several 
industrial sectors and (b) identify ways in which "hearing conservation" 
can effectively become ''hearing prevention'' programs. General ap-
proaches are presented for each program element and data collection is-
sues are discussed with specific examples of how various methods can 
been used for program evaluation. The goal of such research strategies is 
to identify the best predictors of program effectiveness. 
11:20 
2aNSc8. Assessment of methods for determining field-equivalent 
sound levels from real-ear and manikin measurements. Dorte 
Hammershoei and Henrik Moller (Acoust. Lab., Aalborg Univ., Fredrik 
Bajers Vej 7 B4, DK-9220 Aalborg 0, Denmark) 
The usual method of measuring noise with a sound-level meter at the 
position of the exposed person, but with the person absent, is not appli-
cable for sound sources placed close to the ears. For measurement of the 
noise emission from such sources, the coupling between the sound source 
and the ear must be similar to that of the real life situation. This can be 
achieved by using the microphone in real ear technique (the MIRE tech-
nique) or the manikin technique as described in the upcoming ISO 11904, 
parts 1 and 2, respectively. For evaluation and comparison with traditional 
criteria, the measured ear or manikin sound-pressure levels are subse-
quently converted into either free-field or diffuse-field equivalent sound-
pressure levels. The uncertainty of the final result depends on the method 
used. For the MIRE technique, the uncertainty is mainly related to the 
statistical uncertainty as determined by the variation between humans and 
the number of subjects used. For the manikin technique, the uncertainty is 
mainly related to the deviation of the manikin's acoustical characteristics 
from those of humans. The paper presents an overview of the methods and 
examples of practical results. 
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2aNSc9. The confounding influence of collapsing the ear canal on 
audiological assessment of noise-exposed workers. Michel Picard, 
Chantale Tremblay, and Veronique Dumont (Ecole d'orthophonie et 
d ' audiologie, Univ. de Montreal, Montreal, QC H3C 3J7, Canada, 
Picardmi@magellan.umontreal.ca) 
Collapsing of the ear canal resulting from using supra-aural earphones 
has been studied in a group of 52 noise-exposed workers. Prevalence and 
audiometric manifestations of collapsing the ear canal were determined 
based on comparison of pure-tone air-conduction thresholds obtained 
when insert eaiphones are substiruted for supra-aural ones in the same 
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individuals. Results indicate that as many as 17% of candidates showed in 
one ear or the other, threshold elevations of 6.6 dB on average at 3 kHz, of 
8.1 dB ·on average at 4 kHz, and of 9 dB on average at 6 kHz as a result 
of shifting from insert to supra-aural earphones. This finding is of special 
concern when considering the particular attention paid for the correct po-
sitioning of the two types of devices, and the systematic tearing of the 
tragus in the anterior direction to force the ear canal opening in the posi-
tioning of supra-aural earphones. It suggests supra-aural earphones may 
partially collapse the entrance of the ear canal as a result of the excess 
pressure applied to the pinna. A model that may help predict the effects of 
this insidious yet pervasive condition of collapsing ear canals on hearing 
thresholds of noise-exposed workers will be discussed. 
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